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Test Conducted: EN 14683:2019+AC:2019 Medical face masks - Requirements and test methods

Scope

This document specifies construction, design, performance requirements and test methods for medical face
masks intended to limit the transmission of infective agents from staff to patients during surgical procedures and
other medical settings with similar requirements. A medical face mask with an appropriate microbial barrier can
also be effective in reducing the emission of infective agents from the nose and mouth of an asymptomatic carrier
or a patient with clinical symptoms.

1. Sample description:

| Classification | OTypel OTypell MType IIR (For type Il, The 'R’ signifies splash resistance)

2. Test Results: Details shown as following table

Clause | Test Item Test Requirement / Test Method Test Result

5 Requirement

5.1 General T —

The medical face mask is a medical device, generally
composed of a filter layer that is placed, bonded or moulded
511 Materials and | between layers of fabric. The medical face mask shall not PASS
T construction disintegrate, split or tear during intended use. In the selection of See Table 1
the filter and layer materials, attention shall be paid to
cleanliness.

The medical face mask shall have a means by which it can be
fitted closely over the nose, mouth and chin of the wearer and
which ensures that the mask fits closely at the sides.

5.4.2 Design Medical face masks may have different shapes and Pebs
: o See Table 2
constructions as well as additional features such as a face
shield (to protect the wearer against splashes and droplets) with
or without anti-fog function, or a nose bridge (to enhance fit by
conforming to the nose contours).
5.2 Performance requirements
521 General All tests shall be carried out on finished products or samples cut PASS
- from finished products. See Table 3
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Clause

Test Item

Test Requirement / Test Method

Test Result

522

Bacterial
filtration
efficiency
(BFE)

When tested in accordance with Annex B, the BFE of the
medical face mask shall conform to the minimum value given
for the relevant type in Table 1.

For thick and rigid masks such as rigid duckbill or cup masks
the test method may not be suitable as a proper seal cannot be
maintained in the cascade impactor. In these cases, another
valid equivalent method shall be used to determine the BFE.

When a mask consists of two or more areas with different
characteristics or different layer composition, each panel or
area shall be tested individually. The lowest performing panel or
area shall determine the BFE value of the complete mask.

PASS
See Table 4

523

Breathability

When tested in accordance with Annex C, the differential
pressure of the medical face mask shall conform to the value
given for the relevant type in Table 1.

If the use of a respiratory protective device as face mask is
required in an operating theatre and/or other medical settings, it
might not fulfil the performance requirements with regard to
differential pressure as defined in this European Standard. In
such case, the device should fulfil the requirement as specified
in the relevant Personal Protective Equipment (PPE)
standard(s).

PASS
See Table 5

524

Splash
resistance

When tested in accordance with ISO 22609:2004 the resistance
of the medical face mask to penetration of splashes of liquid
shall conform to the minimum value given for Type IIR in Table
1.

PASS
See Table 6

525

Microbial
cleanliness
(Bioburden)

When tested according to EN I1SO 11737-1:2018 the bioburden
of the medical mask shall be = 30 CFU/g tested (see Table 1).

NOTE EN ISO 11737-1:2018 specifies requirements and
provides guidance for the enumeration and microbial
characterization of the population of viable microorganisms on
or in a medical device, component, raw material or package.

To determine the mask’s bioburden according to EN 1SO
11737-1:2018, refer to the procedure as described in Annex D.

The number of masks that shall be tested is minimum 5 of the
same batch/lot.

Other test conditions as described in EN 1SO 11737-1:2018
may be applied.

PASS
See Table 7
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Clause Test Item

Test Requirement / Test Method

Test Result

In the test report, indicate the total bioburden per individual
mask and based on the mask weight, the total bioburden per
gram.

526 Biocompatibility

According to the definition and classification in EN ISO 10993-
1:2009, a medical face mask is a surface device with limited
contact. The manufacturer shall complete the evaluation of the
medical face mask according to EN ISO 10993-1:2009 and
determine the applicable toxicology testing regime. The results
of testing should be documented according to the applicable
parts of the EN ISO 10993 series. The test results shall be
available upon request.

PASS

Summary of
performance
requirements

5.2.7

Table 1 — Performance requirements for medical face masks

Test

Typel= Typell Type IR

Bacterial filtration

efficiency (BFE), (%) &

=298 =98

Differential pressure

(Pa/cmz] =

<40

Splash resistance

16,0
pressure (kPa) =

Notrequired Not required

Microbial cleanliness

(cfu/g) =l

<30 <30

* Type | medical face masks should only be used for patients and other persons to
reduce the risk of spread of infections particularly in epidemic or pandemic
situations. Type I masks are not intended for use by healthcare professionals in an
operating room or in other medical settings with similar requirements.

6 Marking, labeliing and pac

kaging

Annex |, §13, of the Medical Devices Directive (93/42/EEC) or

Annex |, §23, of the Medical Device Regulation (EU) 2017/745
specifies the information that should be specified on the
packaging in which the medical face mask is supplied.

The following information shall be supplied:

a) number of this European Standard;

b) type of mask (as indicated in Table 1).

EN I1SO 15223-1:2016 and EN 1041:2008+A1:2013 should be
considered.
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Remark :

1. NT-Not test as per client's requirement.

2. Above test was subcontracted to Guangzhou Inspection Testing and Certification Group Co.,Ltd.

3. This test report is to supersede No. GZHL2003008064MD test report which was issued on Apr 15, 2020. And
4. the original test reports (paper and electronic) are invalid.

Appendix:

Table 1
Materials and construction:

Requirement Conclusion

The medical face mask is a medical device, generally
composed of a filter layer that is placed, bonded or Pass
moulded between layers of fabric.

The medical face mask shall not disintegrate, split or

o Pass

tear during intended use.

In the selection of the filter and layer materials, Pass

attention shall be paid to cleanliness.

Table 2
Design:
Requirement Conclusion

The medical face mask shall have a means by which it

can be fitted closely over the nose, mouth and chin of Pt

the wearer and which ensures that the mask fits closely

at the sides.

Medical face masks may have different shapes and

constructions as well as additional features such as a

face shield (to protect the wearer against splashes and Pass

droplets) with or without anti-fog function, or a nose

bridge (to enhance fit by conforming to the nose

contours).

Table 3
General:
Requirement Conclusion

All tests shall be carried out on finished products or Pass

samples cut from finished products.
Unless otherwlse agreed In writing, thls document |s Issued by the Company subject to Its General Conditions of Service printed
overleaf, available on request or accessible at hitp:, ,505,C0 I erms-and-Conditions.aspx and, for electronic format documents,
subjact to Terms and Conditions for Elecironlc Documents a .8g8.com/en/Terms-an -Condllluns!Terms -8 Documenl as X,
Attenlion Is drawn to the limitation of liability, indemnification an Jurisdictlon Issues defined there T o CUm £}
advised that information contained hereon reflects the Company’s findings at the time of its Jnlarvsnlmn DI'Il and wiihln lhe IImEIs of
Client's instructions, If any. The Company's sole responsibility Is to its Client and this t doe parties to a
transaction from exercising all thelr righls and ob!luat!ons under the uansaclion documenis This documant cannot be reproduced
except In full, without prior wriltten approval of the C Any L d alteration, forgery or falsification of the content or
appearance of this document | an ds ted to Ihe fullest extent of the law. Unless otherwlse stated the

resulls shown in this test report refer only to the sampla(a)telﬂadpand such sample(s) are retained for 30 days only.
Attention:To check the authenticity of testing / inspection report & certificate, please contact us at telephone:(86-755) 8307
1443, oremall: CN.Doccheck@sgs.com

193 KehuRoad Sclrtec Pk Guanghos Econori & Tochoogy Devekgment Disti GungghonChins 510663 1 (86-20) 82155555 1 (86-20) 82075491 wwnw.sgsgroup.com.cn
FE N - BFEAT RN BEN1908 HB4R: 510663 1 (85-20)82155555 f (86-20)B2075191 ® sgs.china@sgs.com
|

Member of the SGS Group (SGS SA)



SGS

Test Report No.: GZHL2003008064MD-02 Date: May 12, 2020 Page 6 of 8
Table 4
Bacterial filtration efficiency (BFE):

Sample T ?,,Z ;E Requirement (%) Classification Conclusion
1 11 99.42
2 12 99.37
3 16 99.16 EN 14683'22051?3+AC'2019 Type IR Pass
4 13 99.32 ) )
5 16 99.16

For each test specimen calculate the bacterial filtration efficiency B,as a percentage,using the following formula:

B=(C-T)/Cx 100

Where:

B is bacterial filtration efficiency (BFE),%;

C is positive control average;

T is the total plate count for the test specimen.

Remark:

1. Dimension of test specimen(L X W):15cmx15cm;

2. Test area of specimen({cm?):40cm?;

3. The side of the test specimen was facing towards the challenge aerosol:inside;
4. Flow rate:28.3L/min;

5. Mean of the total plate counts of the two positive controls:1.9x10% CFU;

6. Mean plate counts of negative controls:<<1 CFU.

Table §
Breathability:
Differential pressure
Differential
Measured Requirement G :
Sample Value(Pa) ?;Zfs;r;)e (Palcm?) Classification Conclusion
1 237
2 192
3 234 <60
4 245 el EN 14683:2019+AC:2019 | PR P
5 217
Average 225
Remark:

1. Flow rate during testing:8 L/min;
2. Test area:4.9cm?

3. General location of the areas of the mask the differential measurements were taken:specimen center.
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Table 6
Splash resistance
Measured value R ; t
Sample Pressure equklll;emen Classification Conclusion
16.0kpa el

1 Pass
2 Pass
3 Pass
4 Pass
5 Pass
6 Pass
7 Pass
8 Pass
9 Pass
10 Pass
11 Pass
12 Pass
13 Pass
14 Pass
15 Pass
:g ﬁiii ~1a Type IR Pa
1 = EN 14683:2019+AC:2019 P 88
19 Pass
20 Pass
21 Pass
22 Pass
23 Pass
24 Pass
25 Pass
26 Pass
27 Pass
28 Pass
29 Pass
30 Pass
31 Pass
32 Pass

Final result Pass

Remark:

1. An acceptable quality limit of 4.0% is met for a single sampling plan when 29 or more of the 32 tested
specimens show “Pass” results;

2. Pretreatment;condition each specimen for 24 h by exposure to a temperature of (21£5)°C and a relative
humidity of (85+5)%;

3. Surface tension of synthetic blood:0.042 N/m;

4. Pressure:16.0 kPa;

5. Velocity:550 cm/s;

6. Whether the targeting-plate method was used:Yes.

7. Description of any technique used to enhance visual detection of synthetic blood:/
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Table 7
Microbial cleanliness (Bioburden):

Measured Microbial ResiilEeiaont

Sample Value cleanliness (qCFUI ) Classification Conclusion
(CFUIg) (CFUIg) 9

Bacteria 20

26 =40 Type IR Pass
Earigh 6 EN 14683:2019+AC:2019

Remark:Subcontracted to Guangzhou Inspection Testing and Certification Group Co.,Ltd.

Sample Photo(s):

Remark: This test report is to supersede No. GZHL2003008064MD-01 test report which was issued on
Apr 20, 2020. And the original test reports (paper and electronic) are invalid.

**End of Report***
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Anlage 1
(zu § 4 Abs. 1 Nr. 1 DIMDIV)
Formularnummer 00300544

Anzeigender / Reporting organisation (person)

Code
DE/0000040627

Bezeichnung / Name
Shanghai International Holding Corporation GmbH (Europe)

Staat / State Land / Federal state
Deutschland Hamburg

Ort/ City Postleitzahl / Postal code
Hamburg 20537

Stralle, Haus-Nr. / Street, house no.
Eiffestrasse 80

Hersteller / Manufacturer

Bezeichnung / Name
G.R.M. E. Co,, Ltd.

Staat / State

CN

Ort/ City Postleitzahl / Postal code
Guangzhou 12345

Stralle, Haus-Nr. / Street, house no.
Yin Sha Industrial Park, Zengcheng District

Sicherheitsbeauftragter fiir Medizinprodukte nach § 30 Abs. 2 MPG 9)
Safety officer for medical devices pursuant to § 30 (2) Medical Devices Act, MPG

Bezeichnung / Name

Liang Jin

Staat / State Land / Federal state
Deutschland Hamburg

Ort / City Postleitzahl / Postal code
Hamburg 20537

StralRe, Haus-Nr. / Street, house no.

Eiffestr.80




Anlage 1
(zu § 4 Abs. 1 Nr. 1 DIMDIV)
Formularnummer 00300544

Vertreter / Deputy (optional)

Bezeichnung / Name

Telefon / Phone

Telefax / Fax

E-Mail / E-mail

[ Erstanzeige / Initial notification
Anderungsanzeige / Notification of change




Anlage 1
(zu § 4 Abs. 1 Nr. 1 DIMDIV)
Formularnummer 00300544

Medizinprodukt (Erstmaliges Inverkehrbringen) / Medical device (First placing on the market)

Klasse / Class

I

O | - steril / sterile

O I - mit Messfunktion / with measuring function

(11 - steril und mit Messfunktion / sterile and with measuring function

Olla

O b

Rl

I 1l - hergestellt unter Verwendung von Gewebe tierischen Ursprungs im Sinne der Verordnung
(EU) Nr. 722/2012
manufactured utilising tissues of animal origin in terms of Commission Regulation (EU) No 722/2012

O Aktives implantierbares Medizinprodukt / Active implantable medical device

[ Aktives implantierbares Medizinprodukt - hergestellt unter Verwendung von Gewebe tierischen Ursprungs im
Sinne der Verordnung (EU) Nr. 722/2012
Active implantable medical device - manufactured utilising tissues of animal origin in terms of Commission
Regulation (EU) No 722/2012

App (Software auf mobilen Endgeréaten) Oja/yes nein / no

Nummer(n) der Bescheinigung(en) / Certificate number(s)

Handelsname des Produktes / Trade name of the device
Ruisen

Produktbezeichnung / Name of device
Disposable medical mask

Nomenklaturcode / Nomenclature code
12-447

Nomenklaturbezeichnung / Nomenclature term
Maske

Kategoriecode / Category code
10

Kategorie / Category
Produkte zum Einmalgebrauch

Kurzbeschreibung deutsch / German short description

Kurzbeschreibung englisch / English short description
Disposable medical mask is intended to cover the user's mouth and nose, to be worn in a general medical
environment, to block the mouth and nasal cavity from exhaling or spraying pollutants.




Anlage 1
(zu § 4 Abs. 1 Nr. 1 DIMDIV)
Formularnummer 00300544

Medizinprodukte (Aufbereiten) / Medical devices (Reprocessing)

O Gruppe A / Group A
L1 Gruppe B / Group B

[0 Semikritische Medizinprodukte / Semicritical medical devices

O Gruppe A / Group A
[ Gruppe B/ Group B
O Gruppe C / Group C

Nummer der Bescheinigung / Certificate number

O Kritische Medizinprodukte / Critical medical devices

O Dampfsterilisation / Steam sterilisation
[1 Gassterilisation / Gas sterilisation

[1 andere / others

Sterilisationsverfahren / Sterilisation procedures

O Strahlensterilisation / Radiation sterilisation

Angewandtes Verfahren / Applied procedure

Ich versichere, dass die Angaben nach bestem Wissen und Gewissen gemacht wurden.
I affirm that the information given above is correct to the best of my knowledge.

Ort

City Hamburg

Datum
Date 2020-03-27
Name
Liang Jin
Unterschrift
Signature

Bearheitungsvermerke / Processing notes

Nur von der zusténdigen Behdrde auszufillen / To be filled in only by the competent authority

Bearbeiter / Person responsible
Frau Bianca Tiemann

Telefon / Phone
040-42837 2008






